
Histologic Effects of High Intensity Focused Ultrasound 
for Cyclocoagulation

PURPOSE

To develop a new ring shaped device for High Intensity Focused Ultrasound (HIFU)

cyclocoagulation.

To evaluate the histologic effects and clinical outcomes of high-intensity focused

ultrasound delivered by miniaturized annular transducers for ciliary body coagulation in

an animal study.

METHODS

HIFU device : A ring containing six active piezoelectric elements was inserted in a

coupling cone made of polymer. Each of the six transducers was a segment of a 10.2

mm radius cylinder with a 4,5 mm width and a 7 mm length (surface area of about 35

mm²). The focal volume of each transducer has approximately an elliptic cylinder

geometric shape (axial length 1mm, transverse width 0.1 mm and the lateral width 3,5

mm). The six transducers were placed at regular intervals on the circumference of the

ring and oriented in order to create a focal zone consisting of 4, 5 or 6 elliptic cylinders

regularly disposed in a 12.8 mm diameter circle superimposed on ciliary body. The

resonant frequency of the transducers was 7 MHz; and we operated it at its third

harmonic, i.e. 21 MHz.

Procedures: Eighteen eyes of 18 rabbits were insonified using the six-sector

transducer ring. Six sectors were activated in 6 rabbits (Group 1), 5 sectors in 6 rabbits

(Group 2), and 4 sectors in 6 rabbits (group 3) at 2W acoustic power. The rabbits were

examined pre-treatment on day 0, and post-treatment on days 1, 7, 15, 21, and 28.

Detailed qualitative and semi-quantitative histopathologic analyses of eyes enucleated

were performed.

RESULTS : Histopathology

CONCLUSIONS

HIFU delivered by circular miniaturized transducers in rabbit eyes produced

localized, reproducible, and sustainable histological lesions of the ciliary

processes and did not damage the adjacent ocular structures.

The single step procedure was short (1 minute), easy and accurate.

Ultrasonic coagulation of the ciliary body using High Intensity Focused

Ultrasound delivered by a circular miniaturized transducer seems to be an

effective and well-tolerated method to reduce intraocular pressure in an animal

study.
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Adjacent ocular tissues

Ciliary processes : coagulation necrosis

High-magnification photomicrograph (120x) showing details of necrotic ciliary processes with loss of the ciliary epithelium, vascular 

congestion, and distension of the stromal collagen fibers (right) and an untreated ciliary processes (left).
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Clinical aspects

In the treated eyes, intraocular pressure changes ranged from + 2.0 mm Hg

(+7.1%) at day 7 to -7.9 mm Hg (-28.1%) at day 28 in Group 3 (4 sectors

activated), from -1.4 mm Hg (-7.6%) at day 7 to -4.7 mmHg (-25.5%) at day 28

in Group 2 (5 sectors activated) and from -8.9 mm Hg (-29.7%) at day 7 to -

16.6 mm Hg (-55.3%) at day 28 in Group 1 (6 sectors activated). No

macroscopic abnormalities were observed in the anterior segment or fundus.

High-magnification (40x) photomicrographs showing ciliary processes with coagulation necrosis, loss of the bilayered epithelium, and 

vascular depletion of the stroma (A and B). Undamaged ciliary processes (C and D). 

Sclera adjacent to treated ciliary processes (left, 40x) and retina, choroid and sclera adjacent to the optic disc (right, 

120x).
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